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Abstract--Task-oriented repetitive movements can improve muscle strength and 
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The application of robotics and automation technology can serve to assist, enhance, 
evaluate and document the rehabilitation of movements. The paper provides an over- 
view of existing devices that can support movement therapy of the upper extremities 
in subjects with neurological pathologies. The devices are critically compared with 
respect to technical function, clinical applicability, and, if they exist, clinical outcomes. 
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1 Introduction 
1.1 Clinical background of arm therapy 
ARM THERAPY is used in neurorehabilitation for patients 
with paxalysed upper extremities due to lesions of the central 
or peripheral nervous system, e.g. after stroke or spinal cord 
injury. The goal of the therapy is to recover motor function, 
improve movement co-ordination, learn new motion strategies 
('trick movements') and/or prevent secondary complications, 
such as muscle atrophy, osteoporosis and spasticity. 
Several studies have proved that arm therapy has positive 
effects on the rehabilitation progress of stroke patients (see 
PLATZ (2003) for a review). Many researchers have compared 
the efficiency of different herapeutic approaches (BASMAJIAN 
et aL, 1987; DICKSTEIN et al., 1986; LORD and HALL, 1986; 
WAGENAAR et al., 1990). In general, there is a positive effect 
on the patient's progress in rehabilitation with each therapeutic 
approach. However, no significant differences in the levels of 
efficiency can be found between the different approaches. 
LANGHAMMER and STANGHELLE (2000) presented one excep- 
tion, where a group of stroke patients treated with a task- 
oriented 'motor-relearning programme' showed improved 
motor functions compared with another group of patients 
undergoing a Bobath therapy. 
Besides these classical approaches, innovative therapies have 
been developed in recent years demonstrating distinct efficiency 
for specific patient subgroups. Such approaches include 
constrained-induced movement herapy for patients with 
partial functional deficits (TAUB et aL, 1993), as well as repetitive 
training techniques (FEYS et al., 1998), electromyographical 
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biofeedback (SCHLEENBAKER and MAINOUS, 1993) and 
functional electrical stimulation (e.g. SONDE et al., 1998) for 
patients with severe arm paresis. 
Several groups observed that longer training sessions per 
week and longer total training periods have a positive effect 
on the motor function of the arm (SUNDERLAND, 1992; 
KWAKKEL et al., 1999; 2002). In a meta-analysis comprising 
nine controlled studies with 1051 stroke patients, KWAKKEL 
et al. (1997) showed that increased training intensity yields 
moderate positive effects on neuromuscular function and 
ADL. This study did not distinguish between upper and 
lower extremities. The finding that the rehabilitation progress 
depends on training intensity supports the application of 
robot-aided arm therapy. 
1.2 Classification of rehabilitation robots 
Task-oriented repetitive movements can improve muscle 
strength and movement co-ordination in patients with neuro- 
logical impairments. Robots can support movement therapy 
of the lower and upper extremities. In the past, several robot- 
based approaches were presented to support he rehabilitation 
of neurologically impaired subjects. 
Two groups of robotic aids can be distinguished. First, there 
are therapeutic systems that are mainly used in a clinical 
environment, thus being shared by several patients. The 
second group axe home-use systems that assist a single patient 
in activities of daily living. They range from wheelchairs and 
mobile service robots to assistive manipulators that can be 
mounted onto wheelchairs or desks. Many of these systems 
are commercially available and were developed in the 1980s 
(KWEE et al., 1988; LEIFER, 1981; VAN DER LOOSet al., 1988). 
This review focuses only on the therapeutic systems. They 
can be split into passive, active and interactive systems. In 
passive systems, no actuation is implemented to move patient 
limbs. Instead, limbs are passively stabilised, fixed or limited 
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in the range of motion. Typical technical components are stiff 
frames, bearings and pulleys and ropes with counter-weights. 
Active systems are equipped with electromechanical, pneu- 
matic, hydraulic and other drives to move patient limbs 
actively. Either the devices are open-loop controlled, or 
simple position-control strategies axe implemented. Interactive 
systems axe chaxacterised not only by actuators but also by 
sophisticated impedance and other control strategies that 
allow reaction to the patient efforts. 
Impedance controllers axe well-established in the field of 
robotics and human-system interaction. Hogan first introduced 
them about 20 years ago (HOGAN, 1985). The basic idea of the 
impedance control strategy applied to robot-aided therapies is to 
allow a variable deviation from a predefined leg trajectory rather 
than imposing a rigid gait pattern. The deviation depends on the 
patient' s effort and behaviour. However, other control strategies 
are also possible to allow robot-patient interaction (RIENER and 
FUHR, 1998; JEZERNIK et al., 2003). Interactive systems require 
position and/or force sensors to measure the user-machine 
interaction and feed the controllers. 
1.3 Clinical requirements from a rehabilitation robot 
Clinical requirements can be divided into psychological, 
medical and ergonomic aspects. Psychological aspects have 
to be considered so that both therapist and patient are moti- 
vated. The therapist plans the rehabilitation process, explains 
the device function to the patient, adjusts the robot to the 
patient and performs the training with the aid of the robot. 
Despite the presence of a robot, the therapist remains the person 
in whom the patient has confidence. The therapist is the key 
person for a successful rehabilitation process, whereas the 
robot just supports the therapy defined by the therapist. There- 
fore the robot should remain rather 'invisible', so that the 
interaction between patient and therapist is not disturbed or 
destroyed. Consequently, the therapist should be involved 
right from the beginning of the robotic therapy. Furthermore, 
the robot should look 'human-friendly' and behave accordingly 
(ZINN et al., 2004), i.e. it should be safe, as small and light- 
weight as possible, 'friendly looking', quiet and compliant, 
just as the therapist's hand is during manual therapy. Neither 
therapist nor patient should be afraid of the robot. 
In the design or application of rehabilitation robots, medical 
aspects must also be taken into account o ensure a successful 
training. It is crucial that the robot is adapted or adaptable to the 
human limb in terms of segment lengths, range of motion and 
the number of degrees-of-freedom (DOFs). A high number of 
DOFs allows a broad variety of movements, with many ana- 
tomical joint axes involved. However, this could make the 
device complex, inconvenient and expensive. It remains open 
how many DOFs axe optimum. The question is whether the 
therapeutic outcome can be maximised, if the robot acts on 
the entire extremity rather than on single joints only. It may take 
until the end of a training session or clinical study performed 
with a specific device to answer this question. However, 
there is evidence that a therapy that focuses on activities of 
daily living (ADLs) not only increases patient motivation but 
also yields an improved therapeutic outcome, compared with 
single joint movements (LANGHAMMER and STANGHELLE, 
2000). This kind of therapy is also called a 'motor relearning 
programme'. 
Furthermore, when new robotic devices axe being designed, 
clinical standards must be considered, to retain compatibility 
with traditional therapies. Therefore the robot-aided therapy 
should provide the therapist with well-known scores for the 
evaluation of patient status and rehabilitation progress (e.g. 
Asworth scale, Fugl-Meyer score). As the robot replaces 
the therapist's hand, sophisticated sensor systems should be 
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integrated to measure the patient's muscular effort and move- 
ment. The measured ata should be processed and presented 
to the therapist, so that she or he can assess the rehabilitation 
process. 
There are several ergonomic or logistic challenges. The 
rehabilitation robot set-up must be rather flexible to cope 
with a large variety of different applications and situations. 
Patients of either gender and different body heights and 
weights must be able to use the device. Furthermore, it 
must be taken into account hat the robot has to share space 
with additional equipment accompanying the patient. 
For example, during the rehabilitation phase, the robot must 
cope with different ypes of wheelchair and respiratory equip- 
ment. Additionally, it would be advantageous if bed-ridden 
patients could also use the system, as many patients axe in a 
supine position before being transferred to a wheelchair. 
Last, but not least, it is fundamental to ensure that the 
robotic system is easy to use, because the technical back- 
ground and the time of the therapist axe usually limited. The 
modifications necessary to adjust the system to a patient 
must be as simple as possible. 
2 Technical overview of arm robots 
Table 1 gives an overview of existing robotic systems appli- 
cable for therapy of the upper extremities. The systems axe 
ordered according to the degree of activity (passive, active, 
interactive systems) and the number of DOFs. 
2.1 Passive and active systems 
The Swedish Helparm* is a passive system based on counter- 
weights that are connected to the patient's arms by ropes and 
pulleys to support the weight of the patient's arms during 
reaching tasks (Fig. 1). Left and right arm supports can be 
used independently of each other. The amount of support can 
be changed in discrete steps to adjust he device to the individual 
arm weight with varying amounts of assistance or resistance. 
The Swedish Helpaxm provides functional assistance and 
allows muscle training for patients with shoulder muscle impair- 
ment or paresis, cervical spine injuries, shoulder nerve injuries, 
hemiplegia, multiple sclerosis or certain forms of rheumatoid 
arthritis. It can be used to practise ADLs in the clinic and can 
assist the patient at home. 
Baltimore Therapeutic Equipment (BTE) Co. produces 
several training devices that axe based on a single-DOF drive 
and allow the patient o train different functional movements 
of the lower and upper extremities. Basic closed-loop control 
strategies give a system with adjustable viscous and elastic 
force characteristics. The BTE devices can be used for the 
training and evaluation of a wide variety of movements, includ- 
ing many different work and ADL tasks, as well as waxming-up 
and stretching exercises (Fig. 2). 
REINKENSMEYER et al. (1999a) developed a system called 
the assisted rehabilitation and measurement (ARM) guide. 
Compared with the other systems presented above, the ARM 
guide does not primarily support arm movements during 
therapy. Instead, it can be applied to the evaluation of arm 
impairments of subjects with chronic brain injury. The ARM 
guide can be classified as a passive system, as it does not 
involve any movement actuation. It has one passive, transla- 
tional DOF that allows hand movements towards and away 
from the shoulder along a linear track. Another semi-active, 
rotational DOF corresponds to shoulder otation in the vertical 
plane. This DOF is equipped with a brake that provides scal- 
able resistance torques to hold the arm at a fixed elevation 
*Kinsman Enterprises, Inc. 
Table 1 Overview of existing interactive therapeutic systems 
Level of Reported number of 
Application interactivity Active DOFs patients treated References 
Swedish Helparm training of ADL tasks passive 0 unknown 
BTE devices training of different active 1 unknown 
ADL and work 
tasks 
ARM-guide evaluation of chronic passive/semi-active 1 5 REINKENSMEYER et al. 
brain-injured (1999a; b) 
patients 
Hand-object-hand treatment of interactive 1 unknown LUM et al. (1993) 
rehabilitator hemiparetic 
patients 
Bimanual lifting treatment of interactive 1 unknown LUM et al. (1995) 
rehabilitator hemiparetic 
patients 
Cozens arm robot treatment of stroke interactive 1 10 COZENS (1999) 
and MS patients 
Arm trainer treatment of chronic interactive 1 12 HESSE et al. (2003) 
hemiparetic 
patients 
Gentle/s ystem treatment of stroke interactive 3 + 1 > 20 VAN DER LINDE et al. 
patients (2002); HARWIN 
MIT-Manus treatment of acute interactive 2+ 3 > 100 
and chronic stroke 
patients 
ARMin treatment of stroke interactive 4 + 1 
and SCI patients 
MIME treatment of chronic interactive 6 
hemiparetic 
patients 
in development 
27 
et al. (2001); COOTE 
et al. (2002; 2003); 
COOTE and STOKES 
(2003) 
HOGAN et al. (1995); 
KREBS et al. (1998); 
AISEN et al. (1997); 
VOLPE et al. (2000; 
2002); FASOLI et al. 
(2003) 
NEF and RIENER 
(2004) 
LUM et al. (2002) 
angle. As there is no motor activity, gravity serves to assist or 
resist the arm movements, depending on the elevation angle of 
the device. A six-axis force sensor measures the interacting 
forces between patient and robot. Later, the device was 
extended by a DC servomotor to assist the movement along 
the linear track (Fig. 3). 
2.2 Interactive one-DOF systems 
One of the first interactive robotic rehabilitation systems was 
the 'hand-object-hand rehabilitator' (LUM et al., 1993). The 
device consists of two vertical handles on a tabletop, each 
moves about an axis coincident with the subject's wrist. Both 
handles axe connected by a stick with a force transducer that 
Fig. 1 
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Swedish Helparm (Kinsman Enterprises, Inc., with permission) 
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Fig. 2 BTE device Simulator l l  for training of ADL (photo courtesy 
of BTE Technologies, Inc.) 
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Fig. 3 Latest extended version of ARM guide (RE1NKENSMEYER et al. 
(1999a), with permission) 
measures the grasp force between the outstretched fingers of 
the subject's hand. A potentiometer measures the position of 
the hands. A motor beneath one handle can produce external 
torque on one hand. The motivation for this configuration 
was that it allows bimanual tasks, with the possibility of 
powered assistance for one hand. 
Based on the experience with the hand-object-hand rehabilita- 
tor, LUM et al. (1995) developed a similar device called the 
'bimanual lifting rehabilitator'. It allows measuring and perturb- 
ing movements during the lifting of large objects, such as a cafe- 
teria tray. The device has a handle and a force transducer for each 
hand attached to one rigid bar. A second bar is connected to this 
one, through a one-DOF bearing, and to a motor. The subject 
attempts to lift the link by the handles, without ilting it. A poten- 
tiometer connected to the beating measures tilt, which is then 
regulated using a simple control aw. Thus, if the object begins 
to tilt, the motor corrects, assisting theimpaired hand. The biman- 
ual lifting rehabilitator comprises one active DOF and one 
passive (tilt) DOF. 
No clinical results have been presented with either the bimanua] 
lifting rehabilitator or the hand-object-hand rehabilitator, so fax. 
However, the systems erved as a basis for the mirror image move- 
ment enhancer (MIME), which was used with several patients. 
Another interactive device is the arm trainer developed by 
HESSE et al. (2003). Here, the patient has the elbow joints 
flexed at about 90 °. Each hand grasps a handle and can be 
moved in one DOF (Fig. 4). Two handle sets axe available, 
one with a horizontal axis for forearm pronation/supination and 
one with a vertical axis for wrist flexion/extension movements. 
The device position has to be changed epending on the selected 
movement. A display shows the number of cycles performed. 
Force and position sensors axe used to enable different control 
modes, including position and impedance control strategies. 
Fig. 5 Cozens arm robot (COZENS (1999), with permission) 
miil 
\ 
b 
Fig. 6 (a) Haptic master (courtesy of FCS). (b), (c) As suggested 
by EU-funded project GENTLE/s, haptic master can be 
used for treatment of stroke patients (with permission) 
Another one-DOF device is the arm robot from COZENS 
(1999). The patient's forearm is fixed to a lever that can rotate 
in the horizontal plane about an axis aligned with the elbow 
joint (Fig. 5). The patient's upper arm is constrained by straps, 
and therefore the device acts like an exoskeleton for the elbow 
joint. Interactive assistance is provided on the basis of position 
and acceleration signals measured by an electro-goniometer and 
an accelerometer. The sensor signals trigger the robot actuation 
as soon as a voltmtal'y movement is being detected that is chaxac- 
terised by a minimum acceleration and speed. During movement, 
a torque controller gradually changes the amount of torque 
applied by the robot to avoid transforming the exercise into a 
pure patient-passive manipulation. 
a b 
Fig. 4 Hesse arm trainer arranged in two different settings, (a) for 
wrist flexion and (b) for forearm pronation (HESSE et al. 
(2003), with permission) 
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2.3 Interactive multi-DOF systems 
The haptic master is a three-DOF robot designed as a haptic 
display t (VAN DER LINDE et al., 2002). It has formed the basis 
of the GENTLE/s project supported by the European Union 
(HARWlN et al., 2001). In this project, it is suggested that the 
haptic master is used as a poxt of a rehabilitation device for the 
training of arm movements by attaching the wrist of the patient 
to the end-effector of the robot (Fig. 6). However, this set-up 
yields an undetermined spatial position for the elbow. Therefore 
two ropes of a weight-lifting system support the arm against 
gravity. The robot can be extended by a robotic wrist joint that 
provides one additional active and two passive DOFs. Force 
and position sensors axe implemented inside the robot. Interactive 
support for patient movements i enabled by admittance control 
strategies. The system has been designed for the rehabilitation 
of stroke patients (CooTE et al., 2002). 
*Fokker Control Systems (FCS) 
Fig. 7 Patient using MIT-Manus (HOGAN et al., 1995) (with 
permission from H. Krebs and IV. Hogan) 
One of the most advanced and commonly used arm 
therapy robots is the MIT-Manus (HOGAN et al., 1995; KREBS 
et al., 1998). It is a planar SCARA module that provides two- 
dimensional movements of the patient's hand (Fig. 7). Forces 
and movements are transferred through a robot-mounted 
handle gripped by the patient. The MIT-Manus was designed 
to have a low intrinsic end-point impedance (i.e. it is back- 
drivable), with low inertia and friction. This design feature 
was emphasised primarily to facilitate control of robot impe- 
dance and to ensure that the robot's intrinsic dynamics would 
be minimally encumbering to the patient. Force and position 
sensors are used to feed the impedance controllers. A three- 
DOF module can be mounted on the end of the planar 
module, providing additional wrist motions in three active 
DOFs. Visual movement instructions axe given by a graphic 
display. Clinical results for more than 100 stroke patients 
have been published so fax (AISEN et al., 1997; VOLPE et al., 
2000; 2002; FASOLI et al., 2003). 
ARMin is another rehabilitation robot system currently 
being developed at the Swiss Federal University of Technol- 
ogy (ETH) and Balgrist University Hospital, both in Zurich 
(Fig. 8). The robot is fixed to the wall, with the patient 
sitting beneath. The distal part is chaxacterised by an exoske- 
leton structure, with the patient's arm placed inside an ortho- 
tic shell. The current version comprises four active DOFs to 
allow elbow flexion/extension a d spatial shoulder move- 
ments. Several multiple-axis force sensors and four position 
sensors enable the robot to work in different impedance 
control modes. A prerequisite for some of these modes is 
that the robot is back-drivable. The robot is designed primar- 
ily for the rehabilitation of spinal cord injured (SCI) and 
stroke patients. 
Based on the one-DOF bimanual training devices pres- 
ented above, LUM et al. (2002) developed the mirror image 
1,2 
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Fig. 8 Arm rehabilitation robot ARMin (NEF and R1ENER, 2004) 
6 
Fig. 9 Mirror image movement enhancer (LUM et al. (2002), with 
permission) 
movement enhancer (MIME) arm therapy robot. A key 
element of the MIME is a six-DOF industrial robot manipula- 
tor* that applies forces to a patient's hand that is holding a 
handle connected to the end-effector of the robot (Fig. 9). 
With this set-up, the forearm can be positioned within a large 
range of spatial positions and orientations. The affected arm 
performs a mirror movement of the movement defined by the 
intact arm. A six-axis force sensor and position sensors 
inside the robot allow the realisation of four different control 
modes, including position and impedance control strategies. 
In the 'bimanual mode', the forearms axe kept in mirror sym- 
metry by a position digitiser that measures the movement of 
the intact forearm and provides co-ordinates for the robot 
motion controller. Clinical results based on 27 subjects have 
been published so fax. 
Other groups propose the use of devices initially designed as 
haptic displays for virtual reality (VR) applications. One of 
those devices is the 'Rutgers master', which uses four pneu- 
matic linear actuators to provide force feedback into fingers. 
The Rutgers master can be applied for the rehabilitation of 
hand and finger functions (POPESCU et al., 2000; BURDEA 
et al., 2000; JACK et al., 2001). Another VR device suggested 
for rehabilitation of hand movement is the SPIDAR system 
(SEAHAK et al., 1998). It consists of a rigid cubic frame and 
several motors with pulleys attached to every corner of the 
frame. Strings span from each motor-pulley unit to the sub- 
ject's thumb and index finger to allow different finger move- 
ments and grips. With this system, the subject is asked to 
touch and move virtual objects presented by a graphical 
display. 
3 Clinical use  
3.1 Clinical applicabil ity 
Section 1.3 presented the different psychological, medical 
and ergonomic aspects of robot-assisted therapy and discussed 
the requirements from the robot. The robot approaches applied 
to arm therapy fulfil these requirements in different ways 
*Puma 560, St~ubli Inc. 
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(Table 2). For example, acceptance by patients is high in 
systems that axe small. This is the case, for instance, with the 
Swedish Helparm, because the device is placed behind the 
patient so that the patient only sees the ropes connected to 
the wrists. 
The level of patient activity is expected to be higher in those 
systems that axe equipped with sensors and thus enable paxticu- 
lax closed-loop (impedance) control strategies. 
The feasible motions depend not only on the number of 
DOFs but also on the arrangement of axes, types of drive 
(rotational or translational) and the dimensions of the mechan- 
ical links. Eventually, the technical design and the kinds of 
motion possible determine whether ADL tasks can be per- 
formed with the robot or not. 
A therapy device can be used for clinical evaluation, if 
recording of movement quantities uch as angles, velocities, 
accelerations or forces, perhaps even EMG, is possible. Thus 
sensors hould be integrated into the system to allow the pres- 
entation of clinical scores. 
Adaptabil ity to different body sizes is easier in end effector- 
based systems, i.e. where the robot moves the arm by inducing 
forces only in the patient's hand (e.g. Helparm, MIME, 
MIT-Manus, Gentle/s system, Hesse arm robot). In contrast, 
exoskeletal systems axe characterised by technical joint axes 
that axe in alignment with the anatomical axes of the patient. 
Thus they are more difficult to adjust, because each robot 
link must be adapted to the corresponding patient segment 
(BTE devices, Cozens arm robot, ARM guide). ARMin 
can be considered as a mixed approach, because only 
the distal part is designed as an exoskeleton. The advantages 
of exoskeletal systems compared with the end effector-based 
approaches axe that the arm posture is statically fully determined 
(i.e. known), and overstretching can be avoided by mechanical 
stops. 
The ease of use of a robotic system can be expressed as an 
inverse function of its complexity. Thus robots with many 
DOFs and a large range of motions axe more difficult and 
time-consuming to apply. Furthermore, the operation of exo- 
skeletal systems requires more effort during application than 
end effector-based approaches, because more body segments 
axe in contact with the device, resulting in more mechanical 
components that need to be adjusted and fixed. Other 
systems have the disadvantage that the patient has to put on 
special gloves or shells (e.g. Rutgers master, Cozens robot). 
In the Gentle/s system, owing to the statically undetermined 
arrangement, the arm must be supported against gravity. 
3.2 Clinical outcomes 
Only a few groups working in neurorehabilitation robotics 
have published relevant clinical results so far. First results 
were presented by AISEN et al. (1997). The group used the 
MIT-Manus to test whether the robotic manipulation of the 
impaired limb was more effective than standard rehabilita- 
tion programmes. Twenty acute hemiplegic patients, with a 
history of a single stroke and hemiplegia, were selected for 
this study. They were enrolled in a standard rehabilitation pro- 
gramme supplemented by either robot-aided therapy or sham 
robot-aided therapy. These groups were comparable in age, 
initial physical impairment and time between onset of the 
stroke and enrollment in the trial. Patients, clinical team 
members and the clinical evaluator were blinded to the 
treatment group assignments. Standardised assessment tools 
were applied to measure the outcomes. Impairment and 
Table 2 Assessment ofdifferent robot approaches 
Psychological spects 
patient level of 
acceptance interactivity kinds of motion 
Medical aspects Ergonomic aspects 
adaptability o
applicability clinical scoring different convenience 
of ADL tasks possible body sizes to use 
Swedish Helparm high low 3D hand motion, 
limited range 
BTE devices medium medium 1-DOF joint 
motion 
ARM-guide medium low planar vertical 
arm motion 
H-O-H high low rotary motion 
rehabilitator around 1 axis 
Bimanual lifting high medium hand motion with 
rehabilitator limited range 
and DOF 
Cozens arm robot medium high 1-DOF elbow 
flexion motion 
Hesse arm trainer high high 1-DOF hand 
motion 
Gentle/s ystem medium high 3D arm motion, 
limited range 
MIT-Manus medium high planar horizontal 
arm motion, 
extendable by 
3-DOF wrist 
motion 
ARMin medium high 3D arm motion in 
4 DOFs, 
extendable 
with 2 DOFs 
MIME low high 3D arm motion in 
6 DOFs 
high no high high 
medium yes medium medium 
medium yes medium medium 
low yes high high 
low yes high high 
low yes low medium 
medium yes high high 
medium yes high medium 
medium yes high medium 
high yes medium medium 
high yes high medium 
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disability declined in both groups between hospital admission 
and discharge. The robot-treated group showed a greater 
degree of improvement in all three measures of motor recov- 
ery, and the change in motor status measured in the proximal 
upper limb musculature was significant (p = 0.002). No 
adverse vents resulted from the robot-assisted therapy. 
Subsequently, VOLPE et al. (2000) performed a similar study 
based on the MIT-Manus. Fifty-six patients with acute stroke 
and hemiparesis or hemiplegia received standard post-stroke 
multidisciplinary rehabilitation and were randomly assigned 
to receive either robotic training or exposure to a robotic 
device without training (sham robot-aided therapy). Both the 
robot-treated and the control groups had comparable clinical 
characteristics, lesion size and pre-treatment impairment 
scores. By the end of the treatment, the robot-trained group 
demonstrated improvement in motor outcome for the trained 
shoulder and elbow (motor power score, p < 0.001; motor 
status score, p < 0.01) that did not generalise to the untrained 
wrist and hand. The robot-treated group also demonstrated sig- 
nificantly improved functional outcome (functional indepen- 
dence measurement-motor, p < 0.01). Volpe concluded that 
robot-delivered quantitative and reproducible sensorimotor 
training enhanced the motor performance of the exercised 
shoulder and elbow. The robot-treated group also demonstrated 
improved functional outcome. When added to standard multi- 
disciplinary rehabilitation, robotics provides novel therapeutic 
strategies that focus on impairment reduction and improved 
motor performance. 
In the latest publication of the MIT-Manus group, FASOLI et al. 
(2003) showed that even chronic stroke patients benefit from the 
robotic therapy. Twenty people diagnosed with a single, unilat- 
eral stroke that had occurred within the past 1-5 years, with 
persistent hemiparesis, participated in this study. Evaluations 
by a single blinded therapist revealed statistically significant 
gains between admission and discharge on the FuEl-Meyer 
score, motor status scale and motor power score (p < 0.05). 
Fasoli et al. concluded that robotic therapy could complement 
other treatment approaches by reducing motor impairment in 
persons with moderate to severe chronic impairments. 
Another clinical study was based on the MIME device (LUM 
et al., 2002). The objective of this study was to compare the 
effects of robot-assisted movement training with conventional 
techniques for the rehabilitation of upper-limb motor function 
after stroke. Twenty-seven patients with chronic hemiparesis 
were randomly allocated to the two groups (robot and control 
group). All subjects received 24 1 h sessions over two months. 
Subjects in the robot group practised shoulder and elbow 
movements, assisted by the robot manipulator. Subjects in 
the control group received conventional therapy. To evaluate 
patient motor capabilities, the FuEl-Meyer score was evaluated 
by a therapist blinded to group assignments. 
Compared with the control group, the robot group had 
greater improvements in the proximal movement portion of 
the FuEl-Meyer test after one month of treatment (p < 0.05) 
and also after two months of treatment (p < 0.05). The robot 
group had larger gains in strength (p < 0.02) and larger 
increases in reach extent (p < 0.01) after two months of 
treatment. At the six-month follow-up, the groups no longer 
differed in terms of the FuEl-Meyer test. LUM et al. (2002) 
concluded that, compared with conventional treatment, robot- 
assisted movements have advantages in terms of clinical and 
biomechanical measures. Further research into the use of 
robotic manipulation for motor rehabilitation is justified. 
COZENS (1999) applied his robot to ten stroke or multiple 
sclerosis patients aged 47-69.  Each patient exhibited weakness 
of an upper limb, such that he or she could move the robot lever 
a little but was unable to complete an unassisted ten-cycle 
exercise with full movement range. He showed that robot 
assistance significantly increased the mean range of active 
elbow movement in every patient (p < 0.01). 
HESSE et al. (2003) tried to determine whether use of their 
bilateral robotic device reduced spasticity and improved 
motor control in the arm of severely affected, chronic hemi- 
paxetic subjects. Twelve subjects, with a period of six months 
since their stroke, were investigated. They could maximally 
protract the affected shoulder, hold the extended arm, or 
slightly flex and extend the elbow. In eight subjects, a signifi- 
cant reduction in spasticity was noticed on the modified 
Ashworth scale (p < 0.0125) after training. However, motor 
control evaluated by the Rivermead motor assessment score 
increased only minimally in five subjects. 
COOTE and STOKES (2003) used the Haptic master to study 
the recovery of maximum voluntary isometric contractions in 
stroke patients. Their study consisted of 20 single case 
studies using different set-ups of the robotic system. Of the 
20 patients who completed the trial, 13 showed a large and sig- 
nificant increase in voluntary muscle force. In another study, 
COOTE et al. (2003) showed, in 19 single case studies, that 
robot-aided therapy with the Haptic master positively affects 
recovery at the level of impairment and disability. 
REINKENSMEYER et al. (1999a; b) tested the ARM guide on 
four hemiplegic brain-injured individuals and four unimpaired 
control subjects. The robot was used to quantify the arm 
impairment of post-stroke subjects. During guided movement, 
the brain-injured subjects generated istinct spatial patterns of 
constraint force with their impaired arms that were consistent 
with the standard flexion and extension 'synergies' described 
in the clinical literature. In addition, the impaired arms exhi- 
bited well-defined workspace deficits, as measured by the ARM 
guide. These results suggest that constrained force and range of 
motion measurements during mechanically guided movements 
may prove useful for precise monitoring of arm impairment 
and the effect of treatment techniques targeted at abnormal 
synergies and workspace deficits. 
3.3 Commerc ia l i sa t ion  
Early commercial involvement with an arm therapy robot 
may assist in the distribution of devices and thus enable 
broad clinical trials, with a high number of patients and 
clinics involved, and ensure that a large number of patients 
can benefit from arm rehabilitation robots. Passive and active 
systems axe already sold by several companies**. Among the 
interactive systems presented in this paper, only the MIT- 
Manus tt and the wrist trainer** from HESSE et al. (2003) axe 
commercially available. 
Reasons for the limited commercial availability of interactive 
systems axe manifold. Most systems were developed just to 
show the technical feasibility. The projects axe still so young so 
that a commercialisation could not yet be initiated. Another 
reason may be that the systems comprise rather complex, 
high-tech components ( ensors, robots) that axe expensive, inter- 
ference-prone, accident-sensitive and maintenance-intensive. 
Furthermore, some groups abhor the challenging medical certifi- 
cation process. The use of large industrial robots in particular 
(such as the Puma robot) can be hazardous and requires a great 
effort to meet the medical device regulations. 
Nevertheless, the exception proves the role: more than 100 
robotic gait training devices, such as the Lokomat* and the Gait- 
Trainer ~, have been successfully sold all over the world so fax. 
**e.g., Kinsman Enterprises, Inc. and Baltimore Therapeutic Equip- 
ment Co. 
ttlnteractive Motion Technologies, Inc. 
**Reha-Stim, Berlin 
*Hocoma AG, Volketswil, Switzerland 
tReha-Stim, Berlin, Germany 
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4 Conclusions 
This paper has presented an overview of ongoing projects, 
where arm rehabilitation robots are being developed and/or 
applied to patients. Not only technical aspects but also clinical 
results have been presented. Rehabilitation robots can make 
the therapy of upper extremity functions more efficient. The 
patients can train more intensively, while releasing the thera- 
pist from manual movement herapy. Thus the therapist can 
concentrate on other, more important aspects of the patient's 
treatment plan and/or take care of more patients. Furthermore, 
robotic systems provide accurate quantitative measurements 
of patient performance. Several clinical studies have shown 
the positive effects of robot-aided neuro-rehabilitation  the 
upper extremities. This may increase the acceptance of 
robotic systems applied in physical therapy. 
It is suggested that future systems hould comprise nough 
DOFs to allow arm movements within a reasonable range. 
This is required for ADL tasks and to evaluate the therapeutic 
outcome for a broader variety of movements. Furthermore, it is 
expected that patient-interactive strategies will encourage and 
motivate the patient, thus maximising the therapeutic outcome. 
So fax, most clinical investigations have been limited to stroke 
patients. Therefore it is recommended that robots and protocols 
be developed that axe applicable to patients with other neurologi- 
cal or orthopaedic pathologies, such as incomplete spinal cord 
injury, multiple sclerosis, Paxkinson's disease, cerebral palsy 
and arm pain, as well as shoulder and elbow joint lesions. 
For the future, it is important hat more clinical tests are 
performed, to prove the medical relevance of robot-aided 
arm therapy for different patient populations. Comparisons are 
necessary, not only between classical manual and automated 
robotic approaches, but also between several robotic devices 
working with different control strategies. 
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